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ABSTRACT 
Title: Diagnostic Performance of Android-Based Handheld Device Using Endeavor 
Mobile Application in Interpretation of a Traumatic Non-Contrasted Computed 
Tomography (CT) Brain 
 
Purpose: To determine the image viewing quality of the handheld device of Android 
premium devices and investigate the usage of handheld device in interpretation of CT 
images of trauma cases.  
 
Materials and methods: Using Samsung Galaxy Note 10.1, we installed the AAPM 
TG-18 QC test pattern and recruited 30 candidates to do a subjective review of the QC 
test pattern on both handheld and workstation monitors. As for the investigation of using 
handheld device to interpret CT images of trauma cases, we recruited 2 observers, 
consisting of a radiologist and a final year resident to review 180 cases of CT brain. 
Their findings would then be cross-referenced to a result obtained by a consultant 
radiologist using workstation monitor. Kappa test were used to calculate the 
interobserver agreement. 
 
Results: There was 100% reproducibility of the same level of luminance patches, 
grayscale continuation and spatial resolution in the handheld device when compared to 
the workstation monitor. Other components investigated produced similar results when 
the candidates were allowed to zoom in and change the window settings. The sensitivity 
of detecting lesions on the images using handheld devices ranging from 50.0% to 
84.6%. The negative predictive values were generally high indicating that the handheld 
device has high accuracy to determine absence of certain lesion. There was substantial 
agreement regarding the findings of both observer compared to gold standard test on 
workstation monitor. 
 
Conclusions: Current generation of handheld devices has had viewing quality at par 
with workstation monitor and it is a reliable tool in reviewing CT for trauma cases.  
 
 
Associate Professor Dr. Mohd Ezane Aziz (Supervisors) 
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ABSTRACT 
Title: Diagnostic Performance of Android-Based Handheld Device Using 
Endeavor Mobile Application in Interpretation of a Traumatic Non-Contrasted 
Computed Tomography (CT) Brain 
 
Purpose: To determine the image viewing quality of the handheld device of 
Android premium devices and investigate the usage of handheld device in 
interpretation of CT images of trauma cases.  
 
Materials and methods: Using Samsung Galaxy Note 10.1, we installed the 
AAPM TG-18 QC test pattern and recruited 30 candidates to do a subjective 
review of the QC test pattern on both handheld and workstation monitors. As for 
the investigation of using handheld device to interpret CT images of trauma 
cases, we recruited 2 observers, consisting of a radiologist and a final year 
resident to review 180 cases of CT brain. Their findings would then be cross-
referenced to a result obtained by a consultant radiologist using workstation 
monitor. Kappa test were used to calculate the interobserver agreement. 
 
Results: There was 100% reproducibility of the same level of luminance 
patches, grayscale continuation and spatial resolution in the handheld device 
when compared to the workstation monitor. Other components investigated 
produced similar results when the candidates were allowed to zoom in and 
change the window settings. The sensitivity of detecting lesions on the images 
using handheld devices ranging from 50.0% to 84.6%. The negative predictive 
values were generally high indicating that the handheld device has high 
xv 
 
accuracy to determine absence of certain lesion. There was substantial 
agreement regarding the findings of both observer compared to gold standard 
test on workstation monitor. 
 
Conclusions: Current generation of handheld devices has had viewing quality 
at par with workstation monitor and it is a reliable tool in reviewing CT for 
trauma cases.  
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ABSTRAK 
Tajuk: Prestasi Diagnostik Peranti pegangan tangan Android Berasaskan 
Penggunaan Aplikasi Endeavor Mudah Alih dalam Tafsiran Tomografi 
Berkomputer ( CT ) Otak Kes Trauma Tanpa Menggunakan Media Kontras. 
 
Tujuan: Untuk menentukan kualiti tontonan imej peranti pegang tangan Android 
premium dan mengkaji kesan penggunaan peranti pegang tangan dalam 
mentafsirkan imej CT kes trauma. 
 
Bahan dan kaedah: Menggunakan Samsung Galaxy Nota 10.1, kami telah 
memasang corak ujian AAPM TG - 18 QC dan mengambil 30 calon untuk 
melakukan kajian subjektif corak ujian QC pada kedua-dua monitor pegang 
tangan dan stesen kerja. Bagi penyiasatan menggunakan peranti pegang 
tangan mentafsir imej CT kes trauma, kami merekrut 2 pemerhati, terdiri 
daripada pakar radiologi dan pemastautin tahun akhir untuk mengkaji sebanyak 
180 kes CT otak. Penemuan mereka telah dirujuk-silang dengan penemuan 
oleh pakar radiologi kanan yang menggunakan monitor stesen kerja. Ujian 
Kappa juga digunakan untuk mengira persetujuan antara pemerhati-pemerhati 
tersebut. 
 
Keputusan: Terdapat 100 % kebolehulangan yang sama tahap patch 
luminance, kesinambungan skala kelabu dan resolusi ruang dalam peranti 
pegang tangan berbanding monitor stesen kerja. Komponen-komponen 
siasatan menghasilkan keputusan yang sama apabila calon-calon dibenarkan 
untuk mengezum masuk dan menukar tetapan tetingkap. Sensitiviti dalam 
xvii 
 
mengesan lesi pada imej-imej dengan menggunakan peranti pegang tangan 
berada dalam julat 50.0% sehingga 84.6%. Nilai ramalan negatif biasanya tinggi 
menunjukkan bahawa peranti pegang tangan mempunyai ketepatan yang tinggi 
untuk menentukan ketiadaan lesi tertentu. Terdapat persetujuan kappa yang 
besar mengenai penemuan kedua-dua pemerhati berbanding ujian emas piawai 
pada monitor stesen kerja. 
 
Konklusi: Generasi semasa peranti pegang tangan mempunyai kualiti 
setanding dengan stesen kerja memantau dan ia adalah alatan yang boleh 
dipercayai untuk membaca CT bagi kes trauma. 
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CHAPTER 1 
INTRODUCTION 
 
1.1  Overview on handheld devices in medicine. 
Handheld computers, such as personal digital asistant (PDA), 
smartphones, and tablets have become a popular decives among the physician 
in recent years. Recent studies found that more than 80% of physician had and 
used handheld devices in their daily practice (Horowitz, 2011; Zieger, 2007). 
Recent compilation of handheld device in emergency radiology by American 
College of Radiology highlights the usage of handheld devices monitor versus 
secondary-class monitor showed no statistical significant difference when the 
interpreters were given sufficient clinical information (American-College-of-
Radiology-/-American-Roentgen-Ray-Society, 2010). 
In addition to informative tools, physicians are also using handheld 
devices largely to perform tasks such as email, research, and taking surveys 
(Dolan, 2011). The portability and flexibility offered by these handheld devices 
has opened many attractive ideas in the field of medicine, including in radiology 
field. It allows more than image viewing portability by providing clinician with the 
ability to perform aforementioned task.  
The problems and issues of advocating handheld devices in medical 
application includes screen size, resolution of display, contrast ratio, 
connectivity, data transfer rate, patient’s data security and confidentiality, as 
well as costs should be considered when introducing a mobile handheld device 
used for image viewing (R. Toomey, 2010). The current greatest concern is 
3 
 
whether the handheld devices could possibly display radiologic images at 
diagnostic quality.  
Most researchers study the radiologists’ performance with handheld 
devices against workstation monitors. Among the earlier studies, study on 
diagnostic efficacy of handheld devices for emergency radiologic consultation, 
using a PDA and an Apple iPod touch concluded that handheld devices showed 
promise in the field of emergency tele-consultation for detection of basic 
orthopedic injuries and intracranial hemorrhages (R. J. Toomey et al., 2010). 
Recent study in 2013, using Apple iPad 1 in the emergency setting 
demonstrated that a mobile device with appropriate web-based picture archiving 
and communication (PACS) was effective in detection of intracranial 
hemorrhage on head CT (Sridhar G Panughpath, Savith Kumar, & Arjun 
Kalyanpur, 2013). Multiple abstract presented at the Radiological Society of 
North America (RSNA) annual conference in 2011 also showed that the 
diagnostic accuracy of radiologist using tablet PCs was no way inferior to the 
use of desktop workstations. 
Following the release of the iPad in 2010 by Apple Inc., much of the 
researchers’ attention has been concentrated on the iPad, as because of it high 
monitor spatial and contrast resolution, robust battery life and is extremely 
portable. The display of medical images on an iPad is superior to that of an off-
the-shelf workstation displays but below that of the medical grade monitors 
(Panughpath & Kalyanpur, 2012). The success of iOS devices in the past few 
years with the brand spearheading the market during the introduction of iPad 
made it the most popular device for the academician, physician and trainees.  
Our study was based on the study done by Mc Laughlin et al. (2012), in 
4 
 
which the study entitled “The emergency CT brain: preliminary interpretation 
with a tablet device: image quality and diagnostic performance of the Apple 
iPad”. The authors found that there was satisfactory identification of acute 
findings on emergency CT brain examination (Mc Laughlin et al., 2012). The 
entire study is based on Apple iPad 1. 
There are other similar studies that test the diagnostic performance of 
handheld devices. The results are almost unanimously in agreement that 
handheld devices have consistently performed well enough to be considered at 
least promising for use under certain medical imaging circumstances. However, 
there are significant limitations when it comes to determining whether or not the 
handheld devices are suitable for radiological reporting or viewing only. This is 
primarily due to two factors: the expanding range of handheld devices available 
in the market and massive variety in clinical image and pathology types 
No previous study to test the diagnostic performance of Android-based 
handheld devices in radiology. Recently, our USM Computer Research Vision 
group has developed an Android-based DICOM image viewer called 
"ENDEAVOR-MOBILE" application (www.endeavourmd.com). This study was 
conducted as part of the evaluation of the Endeavour Mobile software in clinical 
use. The purpose of the study is to determine the diagnostic performance of an 
Android-base handheld device and Endeavour Mobile application in preliminary 
interpretation of traumatic CT brain cases. 
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1.2  Rationale of the Study 
CT scan of the brain for traumatic patients has frequently been requested 
by the emergency physician and performed during off-working hours where the 
access to radiologist is limited. The remote viewing and preliminary 
interpretations are crucial in management of emergency head injury. With the 
use of handheld devices and viewing application will facilitate tele-consultation 
between radiologist and managing team. Therefore, the evaluation of diagnostic 
performance the device and software need to be tested before it is accepted for 
the future clinical use. 
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CHAPTER 2 
LITERATURE REVIEW 
 
2.1  Previous study comparison 
There were multiple studies comparing radiologist diagnostic accuracy 
between handheld devices and with workstation monitors. Among the prominent 
ones were R. J. Toomey et al. (2010), studying the diagnostic efficacy of 
handheld devices for emergency radiologic consultation, using a PDA and 
Sridhar G Panughpath et al. (2013), using Apple iPad 1 to study computerized 
tomography evaluation of intracranial hemorrhages. The authors concluded that 
handheld devices showed promise in the field of emergency tele-consultation 
for detection of basic orthopedic injuries and intracranial hemorrhages. Another 
study done by R. J. Toomey et al. (2010) show that in the emergency setting, a 
mobile device with appropriate web-based picture archiving and communication 
(PACS) was effective in detection of intracranial hemorrhage present on head 
CT. 
Bhatia et al. (2013) in his study of the display resolution of the Apple iPad 
tried to determine if specific CT and MR sequences can be interpreted 
accurately on mobile device/PACS software platforms when compared to a 
traditional stationary high-resolution monitor/PACS radiological workstation. The 
data and statistical analysis demonstrated that portable mobile devices such as 
the Apple iPad could display adequate resolution of CT and MRI sequences to 
accurately diagnose acute central nervous system injuries and other non-acute 
pathology.  
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At the Radiological Society of North America (RSNA) annual conference 
2011, a series of abstracts were presented in an entire session on medical 
informatics dedicated to Mobile Computing Devices, highlighting the current 
importance of this topic in medical imaging (Faggioni L, 2011; Fernando Garcia 
Garcia et al., 2011; Roni Shreter et al., 2011; Sindhu John et al., 2011; Supriya 
Gupta, Sean Doyle, Samridhi Gupta, et al., 2011; Supriya Gupta, Sean Doyle, 
Thomas J. Schultz, et al., 2011) .The message conveyed clearly in the course 
of the session was that the diagnostic accuracy of radiologists using tablet PCs 
was in no way inferior to the use of desktop workstations. This demonstrated 
that the current development in term of the display quality of handheld devices 
has reached the standard of a desktop. 
 
2.2  Samsung Galaxy Note 10.1 (2014 version) 
The Samsung Galaxy Note 10.1 (2014 edition) is a 10.1-inch Android-
based tablet computer produce and marketed by Samsung Electronics. It 
belonged to the new generation of Samsung Galaxy Note premium tablet 
series, which also included an 8-inch model and 12-inch model. It was 
announced on 4th September 2013, and launched worldwide in October 2013. 
It is the successor to the original Samsung Galaxy Note 10.1. 
The Samsung Galaxy Note 10.1 ran a display of 10.1” 2560 x 1600 
(WQXGA) thin-film transistor (TFT) (www.samsung.com). It has dimension of 
243.1mm x 171.4mm x 7.9mm and weighing 540 grams. The dimension, 
display and weight of this model are considered to be optimally adjusted that 
carrying it around feels comfortable even for a long time. It has a good battery 
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lifespan of 8220 mAh with an estimated runtime of maximum run time of the 
Note 10.1, with the display on, is 24 hours and 18 minutes (Samsung, 2013). 
On average, it measured a brightness of 385.3 cd/m². The maximum was 
to be found in the center of the panel: 414 cd/m². The brightness was quite 
similar to that of the Google Nexus 10 (average brightness: 389.2 cd/m²). The 
difference in illumination was also marginal: our test model offers 88% whereas 
the Nexus 10 offers 87%. These were both acceptable values but they are not 
setting any new records. Due to the relatively high black value of our test 
model of 0.84 cd/m², the contrast is 493:1. With the level of contrast, resolution 
and brightness offered, we estimated this model has more than enough to 
review CT brain images done in the emergency setting (John, Poh, Lim, & 
Chan, 2012). 
 
Figure 2.1 Samsung Galaxy Note 10.1 (2014 edition). 
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 Samsung 
Galaxy Note 
10.1 (2014) 
Samsung 
Galaxy Note 
10.1 (2012) 
Google 
Nexus 10 
(2012) 
Apple iPad 
(fourth 
generation) 
Weight in 
pounds 
1.18 1.32 1.33 1.44 
Width in 
inches 
(landscape) 
9.62 10.3 10.4 7.3 
Height in 
inches 
6.75 7.1 6.9 9.5 
Depth in 
inches 
0.31 0.35 0.35 0.37 
Side bezel 
width in 
inches 
(landscape) 
0.5 0.9 0.9 0.8 
 
Figure 2.2 Comparisons of popular tablets in the current market 
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2.3  Operating System 
Tablets, like conventional PCs, run on multiple operating systems. 
Current four main operating systems were: The iOS, Android, Blackberry OS, 
and Windows Phone. At the end of Q1 2013, GlobalWebIndex noted that in 2 
years time, tablet usage increased by 282 percent, with 156 million Android 
tablets users and 122 million iPad users making up 75 percent. By the 2013 
year-end, Gartner found that 121 million Android tablets, 70 million iOS tablets, 
and 4 million Windows tablets had been sole to end-user. This proves that 
Android was a more popular handheld device (Tanous, 2012). 
The major players in the tablet market are Android versus Apple. The 
difference between these two operating system is that Android, which was 
Linux-based and partly open source, was more personal computer-like than 
iOS, in that its interface and basic features were generally more customizable 
from top to bottom. However, iOS uniform design elements were sometimes 
seen as being more user-friendly (Diffen, 2013). 
 
2.4  Android Operating System Advantages 
The single greatest advantage to owning an Android mobile device was 
its customization. The nature of the Android’s open source model was what 
gives third party app developers the ability to create a wide range of add-on 
functionalities that extend beyond the OS’s intrinsic capabilities (Font, 2014). It 
also included the ability to side-load or download applications from sources 
other than the official Google Play market, like the Amazon Appstore, or even 
direct from app developer websites. Ultimately, this made for a greater number 
of applications that were available for Android devices. 
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By design, the Android operating system has a file management system 
similar to PCs and Macs. While owning a smartphone with a highly 
customizable interface may make Android the obvious choice for gadgeteer, it 
did have its fair share of drawbacks. Freedom to customize can imbue the 
device’s interface with something of a shattered uniformity that would not 
appeal to everyone and could be difficult for some users to keep up with.  
Because Android was used by a variety of manufacturers like Samsung, 
HTC and Sony, it became the most widely used operating system (OS) in the 
world, powering more than a billion of mobile devices. But this did not 
necessarily mean it was the best. It also did not make it the worst. It just means 
it was the most often used. And thus this will be the target of our study. 
 
2.5  Tablet Ownership among Adults 
Tablets ownership has increased over the year as studied by (Tanous, 
2012). It is estimated that the ownership is 22% in United State among the 
adults by August 2012 and the numbers were climbing. With the large amount 
of people having the tablets, our study hoped to prove that the tablets are 
optimal for viewing CT images. The success of the study will pave the way for 
medical imaging advancement, as many clinicians would find that they could 
obtain a mobile CT viewing machine with a reasonable price. 
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Figure 2.3 The tablet ownership percentage among United States adults 
(Source:  The Mac Observer from Pew Research data)  
 
We have chosen Androids operating system as the operating system of 
choice as it has a commanding lead over all other smart phone operating 
systems. Android won 81% of smart phone market in 2013. In terms of tablets 
share of market, the Androids were showing rapid increment with the Androids 
taking lead in 2014 with 42% of the devices shipped worldwide (Latino-Post, 
2013). 
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Figure 2.4 Tablets market share by platform through July 2011 (Source: The 
Mac Observer from Pew Research data) 
 
 
Figure 2.5 Tablet market share by manufacturer through August 2012 
(Source: The Mac Observer from Pew Research data) 
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Figure 2.6 Worldwide device shipment by operating system in year 2014 
(Source: Gartner IT infrastructure) 
 
A study into most popular mobile devices would unleash a tidal of 
potentials in the medical field especially in radiology. Although not intended to 
replace the current workstations for primary diagnosis, it may provide enough 
information especially in emergency radiological studies and for remote 
consultation. Increasing the availability of attending CT interpretation in 
academic centres was a current focus of emergency medical practice, where 
time was of the essence and triage decisions often depend on CT results. 
Remote image interpretation remained a primary means of afterhours 
consultation and interpretation. This has proven in a study of 149 patients by 
Fernando Garcia Garcia et al. (2011). Supriya Gupta, Sean Doyle, Thomas J. 
Schultz, et al. (2011) also demonstrates that comparison using handheld device 
and PACS workstation in terms of pneumothorax produce equal sensitivity 
results in ICU patients. 
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2.6  Application for Viewing Images 
To view a radiological study images on the tablet, an image viewing 
application that is able to read the DICOM images was needed. A number of 
DICOM viewers were available from major PACS vendors, but U.S Food and 
Drug Administration (FDA) have cleared a few of them for diagnostic use with 
medical images. The first of which was MIM Software’s Mobile MIM in 2011 
(Pasha et al., 2012). 
A study conducted by Rodrigues, Visvanathan, Murchison, and Brady 
(2013), have shown that there were 321 applications for mobile device, which 
were subsequently divided into 5 categories as shown in Figure 2.7. One 
hundred fifty-eight were "teaching" and 96 “reference”. Three of the 29 DICOM 
viewing applications had FDA approval for primary diagnosis, while 62 % stated 
they should not be used for primary diagnosis; 24 % of applications stated 
named medical professional involvement, 12 % had unnamed medical 
involvement and 4 % acknowledged guidelines or papers; 42 % did not disclose 
authorship. A summary of the available viewing software was also given in the 
study (Figure 2.8). 
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Figure 2.7 Number of radiology-related smartphone applications by category 
available from the different application stores. HIS = Hospital 
Information System (Source: Rodrigues, Visvanathan, Murchison, 
and Brady (2013)) 
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Figure 2.8 Summary of the available “viewing software” smartphone 
applications. MIP = maximum intensity projection, 
MPR = multiplanar reformatting, PACS = picture archiving and 
communication system, ROI = region of interest, SUV = specific 
uptake value, VRT = volume-rendering technique, W/L = window 
level (Source: Rodrigues, Visvanathan, Murchison, and Brady 
(2013)) 
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As a part of the Endeavour Mobile clinical study, we planned to use the 
Endeavor Mobile application, an Android-based application build by the 
Computer Vision Research Group of Universiti Sains Malaysia (Universiti-Sains-
Malaysia, 2010). Endeavor Mobile stood for Extensible Medical Image Analysis, 
Visualization, and Annotation Platform, developed by a team of medical 
specialists, imaging researchers, and software engineers. It was a Java-based 
software and fully supports the DICOM image format, therefore allows users to 
load, browse, view and analyze medical images. It was a comprehensive 
application which has similar function as a standard workstations. 
The latest version currently was ENDEAVOR Mobile 3.1.1, featured a 
friendly user interface and was packed with a range of advanced mobile 
medical imaging features. It enabled users to retrieve, store and view medical 
images (CT, PET, MR, X-ray, etc.) on the go via their Android devices. It was 
basically one of the most advanced DICOM viewers available in the market 
currently. 
ENDEAVOR leverages on the Eclipse™ plug-in architecture that enabled 
advanced image analysis, segmentation, and visualization algorithms to be 
added in the form of plug-ins. It was developed with a primary focus for the use 
in hospitals, clinics and research and educational institutions. Initially it was 
created to be used in the personal computer and laptops. Subsequently, the 
developers were able to transfer this app to the mobile Android platform.  
Mobile users of ENDEAVOR application has the privilege to access to 
PACS (Medical Imaging Servers) at any time and from anyplace using an 
internet connection via WiFi or 3G. Medical practitioners and radiologists 
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enjoyed the privilege to search and download required medical images 
immediately into their Android based tablets and smartphones. 
Using our academic institution developed software Endeavor Mobile, we 
hoped to achieve the best imaging setup for the Android tablets. We hoped to 
explore the potential of this application in conjunction to our study. 
 
 
 
Figure 2.9  ENDEAVOR 3.1.1 officially on sale in google apps store (Source: 
Google apps store) 
 
2.7  Factors Affecting Image Quality 
To understand the suitability of a handheld device display, we have to 
look back at the DICOM display standards and its working schematic diagram. 
Schematic ideas of the quality of procedures and equipments that will ultimately 
decide the image quality were shown in Figure 2.10. 
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Figure 2.10 Equipments and procedures to be complied with prior approval by 
DICOM standards (Source: medical.nema.org) 
 
In this study, the modality of interest was CT brain on its ability to detect 
various types of bleed and cerebral injury. The primary concern of the thesis will 
rely heavily on the standardized display system of a handheld device.  
This field of study has attracted the attention of the research community 
in recent years. Some studies on the display characteristic of the handheld 
devices, such as a study done by Asumi Yamazaki et al in 2013 stated that 
handheld device displays can have good image quality characteristics 
compared to medical workstations display in terms of spatial resolution, noise 
and reflectance (Yamazaki, Liu, Cheng, & Badano, 2013). 
A note worthy point was that human eyes also play significant interaction 
with the display quality of a device. Human eye contrast sensitivity was distinctly 
non-linear with the Luminance Range of the Grayscale Standard Display 
Function (www.medical.mena.org). Basically, human eyes were relatively less 
sensitive to the dark areas of an image than to the bright areas of an image. 
This variation in sensitivity made it much easier to see small relative changes in 
luminance in the bright areas of the image than in the dark areas of the image. 
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2.8  CT Brain Protocol 
The American Association of Physicists in Medicine (AAPM) 
(www.aapm.org) recommended that for all head studies, it was very important 
for image quality to position the patient in the center of the scan field (AAPM, 
2012). The lateral laser beam was used to make sure that the patient was 
positioned in the center. 
Patient lying in supine position, arms resting along the body, the head 
secured in the head holder and the lower legs supported. In order to optimize 
image quality versus radiation dose, scans were provided within a maximum 
scan field of 300 mm with respect to the isocenter. No recon job with a field of 
view exceeding those limits will be possible. Therefore, patient positioning has 
to be performed accurately to ensure a centered location of the skull. 
In HUSM CT scan machine, the gantry tilt was only available for 
sequence scanning, not for spiral scanning. Gantry tilt was also not available for 
dual source scanners. A topogram was done is lateral position with 120 kV and 
50 mA with the scanning in craniocaudal direction. 
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Figure 2.11 Comparison of CT scan protocols among different models of 
SIEMENS CT scanner based on AAPM recomendation. Our 
HUSM model is Definition AS+ 128-slice (Source: 
www.healthcare.siemens.com) 
 
2.9  Anatomy of the Brain 
The brain was one of the largest and most complex organs in the human 
body. It was made up of more than 100 billion nerves that communicate in 
trillions of connection called synapses. The brain was made up of many 
specialized areas like the cortex, brain stem, basal ganglia, and cerebellum. A 
layer of tissue called meninges surrounded the brain. It consisted of 3 layers 
from the outer most to inner; dura mater, arachnoid mater, and pia mater.  
The cortex was divided into several lobes; frontal, parietal, temporal and 
occipital lobes. The entire cerebrum was composed of two layers. The 20-
millimeter thick outermost layer, called the cerebral cortex (or gray matter), 
contains the centers of cognition and personality and the coordination of 
complicated movements. As shall be seen, the gray matter was also organized 
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for different functions. The white matter was a network of fibres that enabled 
regions of the brain to communicate with each other. 
The cerebellum, the second largest area, was responsible for 
maintaining balance and further control of movement and coordination. The 
brain stem was the final pathway between cerebral structures and the spinal 
cord. It was responsible for a variety of automatic functions, such as control of 
respiration, heart rate, and blood pressure, wakefulness, arousal and attention 
(Saul, 1998). 
 
 
 
 
 
 
 
 
 
 
